Pitfalls in the assay of cortisol.
Many currently used cortisol assays, including commercially available kits, are validated only for adult serum and may give misleading results when applied to urine, fetal or neonatal serum or amniotic fluid. Evidence for such errors is presented to illustrate the danger and confusion which may result.